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(4)  Introduction 


At  present,  biopsy  is  the  gold  standard  in  breast  lesion  characterization.  However,  the 
positive  breast  biopsy  rate  is  only  about  15-30%.  This  means  that  70-85%  of  breast  biopsies  are 
performed  for  benign  lesions.  In  order  to  reduce  patient  anxiety  and  morbidity,  as  well  as  to 
decrease  health  care  costs,  it  is  desirable  to  reduce  the  number  of  benign  biopsies  without 
missing  malignancies.  Mammography  and  sonography  are  two  low-cost  imaging  modalities  that 
may  be  improved  so  that  radiologists  can  obtain  more  accurate  diagnostic  information  to 
differentiate  malignant  and  benign  lesions.  Computerized  analysis  of  the  lesions  on  these  images 
is  one  of  the  promising  tools  that  may  improve  the  radiologists’  accuracy  in  characterizing  these 
lesions  by  providing  a  consistent  and  reliable  second  opinion  to  radiologists. 

In  this  project,  our  goal  is  to  analyze  volumetric  images  to  improve  the  accuracy  of  computerized 
sonographic  breast  lesion  characterization,  and  to  combine  these  characterization  results  with 
those  obtained  by  computerized  analysis  of  mammograms.  Computerized  image  analysis, 
feature  extraction,  and  classification  methods  will  be  developed  to  characterize  breast  masses  on 
three-dimensional  or  volumetric  ultrasound  images.  The  output  of  the  classifier  will  be  a 
computer  rating  related  to  the  likelihood  of  malignancy  of  the  mass.  The  accuracy  of  this  rating 
will  be  studied  by  comparing  it  to  the  biopsy  results.  We  will  then  combine  this  rating  with  a 
similar  rating  obtained  by  computerized  analysis  of  the  mammograms  of  the  same  patient.  The 
combined  classifier  is  expected  to  be  more  accurate  than  either  classifier  alone. 

(5)  Body 

In  the  current  project  year  (9/6/01-9/5/02),  we  have  performed  the  following  studies: 

(A)  Collection  of  Database 
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We  have  started  collecting  a  database  of  volumetric  and  2D  sonograms,  and  we  have  increased 
the  size  of  our  database  of  3D  sonograms. 

(a)  3D  sonograms:  We  have  added  50  new  cases  to  our  3D  ultrasound  database,  so  that  the 
number  of  cases  in  our  3D  database  is  now  101.  We  believe  that  will  be  able  to  add 
about  20  cases  in  the  second  year  of  this  project  to  reach  our  target  of  120  cases.  The  3-D 
image  acquisition  system  consisted  of  a  commercially  available  ultrasound  scanner  (GE 
Logiq  MR  700  with  a  M12  transducer)  and  a  mechanical  transducer  guiding  system.  The 
technologist  adjusted  the  focal  distances  of  our  multifocus  scanner  so  that  the  lesion  is 
centered  at  the  middle  of  the  focal  zones.  Scan  depth  was  limited  to  between  4  and  5 
centimeters.  Images  were  recorded  at  approximately  0.5mm  steps  during  the  translation 
of  the  transducer.  The  cases  were  digitally  recorded  and  transferred  from  the  ultrasound 
machine  to  our  workstations  for  processing. 

(b)  Volumetric  sonograms:  We  started  the  collection  of  these  cases  in  February  2002  because 
of  the  delay  in  the  approval  of  our  human  use  document.  Since  then,  in  the  eight  months 
following  the  start  of  data  collection,  we  have  collected  69  volumetric  scans  from  52 
patients.  To  reach  our  target  of  360  cases  by  the  end  of  the  project,  we  need  to  increase 
the  rate  of  volumetric  data  collection.  The  volumetric  scans  are  performed  by  the 
radiologists  by  scanning  the  lesion  in  free-hand  mode  from  one  end  to  the  other.  The 
radiologists  then  press  a  number  of  keystrokes  on  the  ultrasound  machine  to  save  the 
collected  set  of  images  in  cine  mode.  We  are  working  hard  on  reminding  the  radiologists 
to  save  these  images  and  providing  them  feedback  on  the  quality  of  the  data  that  has  been 
collected. 

(c)  2D  sonograms:  Since  February  2002,  we  have  collected  441  2D  sonograms  from  the  52 
patients  included  in  our  volumetric  sonogram  data  set. 
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(B)  Development  of  a  graphical  user  interface  (GUI)  for  image  analysis 

We  have  developed  a  graphical  user  interface  to  facilitate  radiologists’  work  in  viewing  and 
annotating  the  ultrasound  images.  The  GUI  was  written  based  on  Matlab  on  an  AlphaStation. 
The  main  window  of  the  developed  GUI  is  shown  in  Fig.  1.  The  radiologists  have  an  option  to 
change  the  brightness  and  the  contrast  of  the  image,  to  draw  an  ellipse  or  polygon  on  the  2D 
slice,  to  define  a  3D  ellipsoid,  and  to  see  any  previously-defined  shape  on  the  screen.  The  GUI 
can  show  the  3D  volume  as  a  movie  with  click  of  a  button.  The  radiologists  can  also 
interactively  edit  any  polygons,  ellipses,  or  ellipsoids  that  they  have  defined.  Figure  2  shows  an 
instance  in  which  the  radiologist  is  interactively  editing  a  3D  ellipsoid  in  the  “panel  view” 
window.  The  GUI  is  user-friendly  and  has  been  designed  to  require  a  minimum  amount  of  work 
from  radiologists  even  when  they  are  modifying  a  3D  ellipsoid.  We  are  currently  working  on 
adding  new  options  to  the  GUI  for  capturing  radiologists’  ratings  for  the  3D,  volumetric  and  2D 
data  sets. 
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Fig.  1:  The  first  screen  of  the  GUI.  The  user  can  draw  a  polygon  or  a  2D  ellipsoid  on  this  screen, 


or  display  previously  saved  shapes.  The  user  also  has  the  option  to  add  the  2D  ellipsoid  as 


part  of  a  3D  ellipsoid  shape.  The  user  can  move  from  one  slice  to  another  by  a  mouse  click 


and  keep  adding  new  slices  to  the  3D  ellipsoid.  When  s/he  is  satisfied,  s/he  can  click  a 


button  to  define  a  3D  ellipsoid  that  best  fits  the  2D  ellipses  that  have  been  defined. 
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Fig.  2:  The  “panel  view”  screen.  After  the  3D  ellipsoid  is  defined,  the  user  can  select  a  subset  of 
slices  to  verify  the  location  and  shape  of  the  ellipsoid.  To  change  the  shape,  the  user  can 
drag  one  of  the  four  handles  on  an  ellipse  in  one  or  more  slices.  The  ellipsoid  is  updated 
when  the  user  clicks  the  “update  ellipsoid”  button.  To  update  the  ellipsoid,  a  Matlab 
program  finds  the  best  ellipsoid  fit  to  the  defined  ellipse  slices. 

(C)  Development  of  a  3D  lesion  segmentation  method 

We  had  previously  designed  a  2D  segmentation  method  based  on  an  active  contour  model  to 
delineate  the  shapes  of  masses  on  ultrasound  images.  In  the  first  year  of  this  study,  we 
generalized  our  2D  active  contour  model  to  3D. 

An  active  contour  is  a  deformable  continuous  curve,  whose  shape  is  controlled  by  internal  forces 
(the  model,  or  a-priori  knowledge  about  the  object  to  be  segmented)  and  external  forces  (the 


image)1.  The  internal  forces  impose  a  smoothness  constraint  on  the  contour,  and  the  external 

forces  push  the  contour  towards  salient  image  features,  such  as  edges.  To  solve  a  segmentation 
problem,  an  initial  boundary  is  iteratively  deformed  so  that  the  energy  due  to  internal  and 
external  forces  is  minimized  along  the  contour.  In  this  study,  the  initial  boundary  was  defined  by 
an  experienced  radiologist  by  fitting  a  3D  ellipsoid  to  the  lesion.  Figures  3a  and  3b  show  five 
slices  containing  a  mass,  and  the  initial  ellipsoid,  respectively. 

The  energy  components  used  in  our  3D  active  contour  model  were  (1)  the  image  gradient 
magnitude;  (2)  continuity;  (3)  curvature;  and  (4)  balloon  force  .  The  contour  in  a  slice  j  was 

represented  by  an  N-point  polygon  whose  vertices  were  v(i,j).  The  image  gradient  magnitude 
was  obtained  by  smoothing  the  image  with  a  low-pass  filter,  finding  the  partial  derivatives  in  the 
horizontal  and  vertical  directions,  and  then  computing  the  magnitude  of  the  partial  derivative 
vector.  The  continuity  energy  was  used  to  maintain  regular  spacing  between  the  vertices  along 
the  contour  by  using  the  deviation  of  the  length  of  the  line  segment  between  vertices  v(i,j)  and 
v(i+l,j)  from  the  average  line  segment  length  within  the  image  slice  j.  The  balloon  energy  was 
used  to  push  vertices  out  in  a  direction  normal  to  the  contour  tangent.  The  purpose  of  the 
curvature  term  was  to  minimize  sharp  angles  in  the  contour.  In  a  more  conventional  2D  active 
contour  model,  the  curvature  term  is  defined  as  ||v(i-l,j)-2v(i,j)+v(i+l,j)||2.  In  our  3D 
segmentation  task,  in  order  to  maintain  the  smoothness  of  the  contour  in  the  out-of-plane 
direction,  the  curvature  term  was  defined  as  a  linear  combination  of  ||v(i-l,j)-2v(i,j)+v(i+l,j)|f 
and  ||v(i,j-l)-2v(i,j)+v(i,j+l)||2.  The  second  term  in  this  3D  model  represents  the  interaction  of  the 
contours  on  neighboring  slices.  Figures  4a  and  4b  show  the  segmentation  results  using  the  2D 
and  3D  models,  respectively. 
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Fig.  3:  (a)  Five  consecutive  slices  of  one  of  the  3D  ultrasound  cases  in  our  data  set.  (b)  The 
initial  ellipsoid  defined  by  an  experienced  radiologist. 
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Fig.4:  (a)  The  results  of  the  2D  active  contour  segmentation,  (b)  The  result  of  the  3D  active 
contour  segmentation.  Notice  the  area  shown  by  the  arrows  in  Fig  4a.  Although  the  2D 
segmentation  method  seems  to  find  the  correct  mass  boundary  in  this  area  in  the  first  and 
the  last  slices,  the  boundary  in  the  middle  three  slices  seems  overextended.  The  2D  method 
is  not  capable  of  using  the  correct  segmentation  in  the  first  and  last  slices  to  improve  the 
segmentation  in  the  middle  three  slices.  The  3D  active  contour  method  uses  this 
information,  and  improves  upon  the  2D  method 
(D)  Development  of  feature  extraction  techniques  from  ultrasound  images 


The  shape,  margins,  and  attenuation  characteristics  of  a  mass  on  an  ultrasound  image  are 
important  for  its  characterization  as  malignant  or  benign.  For  example,  it  is  known  from  clinical 
experience  3  that  malignant  masses  tend  to  be  taller  than  wide,  and  that  they  are  more  likely  to 

have  posterior  shadowing.  It  has  been  shown  by  us4  and  others5  that  the  texture  in  the  mass 

margins  contains  useful  information  about  the  characterization  of  the  mass  as  malignant  or 
benign.  In  the  first  year  of  this  study,  we  extracted  features  related  to  these  characteristics  from 
each  2D  slice  that  contains  the  mass.  The  list  of  the  extracted  features  are  shown  in  Table  1. 
Figure  5  shows  the  mass  margins  from  which  texture  features  are  extracted.  Figure  6  shows  the 
definition  of  the  width  to  height  ratio  and  the  posterior  shadowing  features.  For  each  extracted 
feature  measure,  the  feature  values  from  different  slices  were  combined  to  produce  a  “case  value” 
for  that  measure.  For  texture  features,  the  combination  method  involved  finding  the  mean  of  the 
feature  across  all  the  slices  containing  the  mass.  For  width-to-height  and  posterior  shadowing 
features,  it  involved  finding  the  mean,  minimum,  maximum  and  the  standard  deviation. 


Spatial  gray-level 
dependence  (SGLD)  texture 
features  from  mass  margins 

Energy,  entropy,  sum  entropy,  difference  entropy,  information 
measure  of  correlation  1,  information  measure  of  correlation  2 

Width  to  height  feature 

Ratio  of  the  widest  cross  section  to  the  tallest  cross  section 

Posterior  shadowing  feature 

Normalized  average  gray-level  difference  between  the  interior 
of  the  segmented  mass  and  horizontal  strips  posterior  to  mass 

Table  1:  The  list  and  description  of  the  extracted  features 


(a)  (b)  (c) 


Figure  5:  The  definitions  of  the  width-to-height  and  posterior  shadowing  features 
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Width 

Width  -  to  -  height  -  feature  =  WHF  = - 

Height 

M-min{R :} 

Posterior  shadowing  feature  =  PSF  = - = — — 

M 

where  M  =  mean  inside  the  segmented  mass  and 
R  j  =  mean  inside  the  posterior  band  j 

Figure  6:  The  definitions  of  the  width-to-height  and  posterior  shadowing  features 

Feature  extraction  is  one  of  the  most  important  parts  of  CAD  design,  and  we  still  need  to 
improve  our  feature  extraction  methods  in  the  second  and  third  years  of  the  project. 

(E)  Development  of  a  classifier  for  characterization  of  lesions  on  3D  ultrasound  images 
In  the  first  year  of  the  project,  we  used  our  database  of  101  3D  cases  to  design  and  test  a 
characterization  method  to  classify  the  masses  as  malignant  and  benign.  Following  the  2D  and 

i 

3D  segmentation  methods  described  in  Section  C  and  the  feature  extraction  method  described  in 
Section  D,  we  combined  the  features  into  a  malignancy  score  by  designing  a  linear  discriminant 
analysis  (LDA)  classifier.  The  classifier  was  designed  and  tested  using  a  leave-one-case-out 
method  6.  Figure  7  shows  the  receiver  operation  characteristic  (ROC)  curves  for  the  2D  and  3D 

segmentation  methods.  The  area  under  the  ROC  curve  was  0.92  for  the  3D  segmentation  method 
and  0.88  for  the  2D  segmentation  method.  By  choosing  an  appropriate  threshold  on  the 
discriminant  scores,  42%  of  the  benign  masses  could  correctly  be  identified  without  missing  a 
malignant  mass. 
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Fig.  7:  The  ROC  curves  obtained  using  the 
features  extracted  from  the  2D  and  3D 
segmentation  methods. 


(6)  Key  Research  Accomplishments 


Linear  discriminant  scores 


Fig.  8:  The  distribution  of  the  LDA  scores  for 
the  malignant  and  benign  cases  for  the 
3D  model. 


•  Collect  databases  of  2D,  3D  and  volumetric  ultrasound  images  (Tasks  la  and  lb). 

•  Develop  the  graphical  user  interface  (GUI)  for  defining  ellipsoids  on  3D  and  volumetric 
sonograms  and  for  ranking  the  lesions  (Task  1). 

•  Develop  a  method  for  segmentation  of  sonographic  masses  in  3D  volumes  (Task  2a). 

•  Develop  feature  extraction  methods  based  on  2D  image  characteristics  (Task  2b). 

•  Use  101  3D  cases  for  developing  a  classifier  based  on  extracted  features.  (Task  3). 


(7)  Reportable  Outcomes 

As  a  result  of  the  support  by  the  USAMRMC  BCRP  grant,  we  have  (1)  developed  a  3D 
segmentation  method  for  more  accurate  boundary  delineation  and  (2)  conducted  studies  for 


Page  13 


y 


characterization  of  3D  masses  on  ultrasound  images.  The  preliminary  results  were  submitted  to 
three  conferences.  We  are  in  the  process  of  writing  a  manuscript  for  journal  submission. 

Posters/Scientific  Exhibits: 

Sahiner  B,  Ramachandran  A,  Roubidoux  MA,  Chan  HP,  Hadjiiski  LM,  Helvie  MA, 

LeCarpentier  GL,  “Computerized  Analysis  of  Solid  Masses  in  3D  Ultrasound  Volumes  for 
Breast  Cancer  Diagnosis,”  Era  of  Hope  2002  DoD  BCRP  Meeting,  Orlando,  FL,  September  25- 
28,  2002. 

Ramachandran  A,  Sahiner  B,  Chan  HP,  Roubidoux  MA,  Hadjiiski  LM,  Helvie  MA, 

LeCarpentier  GL,  “Computer-Assisted  Cancer  Diagnosis:  A  Breast  Mass  Characterization 

Technique  Based  on  Three-Dimensional  Ultrasound  Segmentation,”  to  be  presented  at  the 
University  of  Michigan  Fall  Cancer  Research  Symposium,  Ann  Arbor,  ME,  Oct.  31,  2002. 

Conference  Presentations: 
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(8)  Conclusions 


In  the  first  year  of  the  project,  we  started  collecting  a  database  of  volumetric  and  2D  sonograms,  and  we 
have  doubled  the  size  of  our  database  of  3D  sonograms.  The  3D  sonogram  database  has  almost  reached 
our  target  of  120  cases.  We  will  be  continuing  the  collection  of  2D  and  volumetric  sonograms  at  an 
increasing  pace  in  the  second  and  third  years  of  the  project.  We  have  developed  a  3D  segmentation 
method,  and  we  have  improved  upon  our  feature  extraction  methods.  We  have  designed  a  classifier  that 
merges  the  features  into  a  malignancy  score,  and  have  analyzed  101  masses  with  the  designed  classifier. 


The  preliminary  results  obtained  so  far  are  encouraging.  On  our  preliminary  data  set,  by  choosing  an 
appropriate  threshold  on  the  discriminant  scores,  42%  of  the  benign  masses  could  correctly  be  identified 
without  missing  a  malignant  mass.  Although  we  recognize  that  this  a  “best-case”  scenario,  our  results 
indicate  that  computerized  characterization  of  breast  masses  in  3D  ultrasound  volumes  can  achieve  high 
accuracy.  Further  improvement  of  the  3D  ultrasound  characterization  methods  and  combination  with 
mammographic  computer  image  analyses  can  provide  radiologists  with  a  powerful  aid  for  decision 
making,  which  may  help  reduce  unnecessary  biopsies  and  improve  patient  care. 
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The  use  of  a  three-dimensional  active  contour  model  for  characterization  of  solid  breast  masses  on 

three-dimensional  ultrasound  images 

Berkman  Sahiner,  Aditya  Ramachandran,  Heang-Ping  Chan,  Mark  A.  Helvie, 

Lubomir  M.  Hadjiiski,  Marilyn  A.  Roubidoux,  Nicholas  Petrick*,  Chuan  Zhou 

The  University  of  Michigan  Health  System,  Ann  Arbor,  MI  48 109-0904 
'Center  for  Devices  and  Radiological  Health,  U.S.  Food  and  Drug  Administration,  Rockville,  MD  20857 

PURPOSE:  Breast  ultrasound  is  a  commonly  used  clinical  tool  for  discrimination  of  malignant  and 
benign  masses.  The  characterization  accuracy  can  potentially  be  improved  by  using  computer-aided 
diagnosis  (CAD).  Three-dimensional  (3D)  acquisition  and  processing  of  ultrasound  images  provide  a 
more  complete  description  of  the  lesion  compared  to  two-dimensional  (2D)  acquisition  and  processing. 
In  this  study,  our  purpose  was  to  develop  automated  3D  segmentation  and  computerized  breast  mass 
classification  methods.  The  accuracy  of  the  newly  designed  method  was  compared  to  that  of  a  classifier 
that  used  mass  boundaries  automatically  detected  using  a  conventional  2D  active  contour  model. 

METHODS:  The  3D  image  acquisition  system  consisted  of  a  commercially  available  ultrasound 
scanner  (GE  Logiq  MR  700  with  a  M12  array  transducer)  and  a  mechanical  transducer  guiding  system. 
The  3D  volumes  were  recorded  by  translating  the  transducer  across  the  lesion  in  the  z-direction  while 
conventional  2D  images  were  acquired  in  the  x-y  plane.  A  3D  image  segmentation  method  based  on  an 
active  contour  model  was  developed  to  delineate  the  mass  boundaries  in  the  volumetric  scans.  The 
energy  function  used  in  the  3D  active  contour  model  contained  the  image  gradient,  smoothness  and 
continuity  terms  and  an  adaptive  balloon  force  in  the  x-y  plane,  as  well  as  smoothness  and  continuity 
terms  in  the  z-direction.  The  energy  terms  defined  using  the  z-direction  information  helped  the  model 
maintain  a  smooth  shape  of  the  object  in  3D  despite  possible  gradient  variations  close  to  the  border 
locations  on  individual  2D  slices.  Using  the  segmented  3D  mass  shape,  features  that  described  the 
texture  of  the  lesion  margin,  the  width-to-height  ratio,  gradient  direction  and  strength  along  the  mass 
border,  and  posterior  shadowing  were  automatically  extracted.  A  feature  classifier  was  designed  using 
the  leave-one-case-out  method  to  merge  the  features  into  a  malignancy  score.  The  classifier  scores  were 
analyzed  using  the  Receiver  Operating  Characteristic  (ROC)  methodology  to  estimate  the  classification 
accuracy.  For  comparison,  a  2D  active  contour  model  that  was  optimized  for  ultrasound  mass 
segmentation  was  also  applied  to  each  image  slice  that  contained  the  lesion,  and  the  feature  extraction 
and  classification  tasks  were  repeated  using  the  2D  active  contour  boundaries. 

RESULTS:  3D  volumes  containing  solid  breast  masses  with  biopsy-proven  pathology  were  collected 
from  101  patients  (45  benign  and  56  malignant)  and  analyzed  with  our  computerized  classification 
method.  The  area  Az  under  the  ROC  curve  for  the  classifier  using  the  3D  active  contour  boundaries  was 
0.92.  More  than  42%  of  the  benign  masses  could  be  correctly  identified  using  the  scores  of  this 
classifier  without  missing  a  malignancy.  In  comparison,  when  the  classifier  used  the  2D  active  contour 
boundaries,  the  Az  value  was  0.88,  and  29%  of  the  benign  masses  could  be  correctly  identified  without 
missing  a  malignancy. 

NEW  OR  BREAKTHROUGH  WORK:  Computerized  analysis  and  characterization  of  3D  breast 
sonograms  is  a  promising  new  area  for  CAD,  and  the  development  of  inherently  3D  techniques  for  this 
analysis  is  expected  to  improve  the  computer’s  accuracy.  Designing  a  3D  segmentation  algorithm  and 
applying  it  for  mass  classification  on  3D  breast  sonograms  is  an  important  step  in  this  direction.  Results 
of  this  new  development  will  be  presented. 

CONCLUSION:  Our  results  indicate  that  an  accurate  computer  classifier,  based  on  a  3D  segmentation 
method,  can  be  designed  for  differentiation  of  malignant  and  benign  solid  breast  masses  on  3D 
sonograms. 
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Computer-Assisted  Cancer  Diagnosis:  A  Breast  Mass  Characterization  Technique  Based 
on  Three-Dimensional  Ultrasound  Segmentation 

Aditya  Ramachandran,  Berkman  Sahiner,  Heang-Ping  Chan,  Marilyn  A.  Roubidoux, 
Lubomir  M.  Hadjiiski,  Mark  A.  Helvie,  Gerald  L.  LeCarpentier 
Department  of  Radiology,  The  University  of  Michigan 

Purpose:  Breast  ultrasound  (US)  is  commonly  used  as  an  adjunct  to  mammography  for 
evaluation  of  suspicious  breast  masses.  US  has  been  proven  to  be  accurate  in  distinguishing  solid 
masses  from  benign  cysts.  However,  radiologists’  accuracy  in  discriminating  between  malignant 
and  benign  solid  masses  on  US  images  still  needs  to  be  improved.  Computer-aided  diagnosis 
(CAD)  of  breast  masses  has  the  potential  to  help  radiologists  achieve  higher  classification 
accuracies.  The  purpose  of  this  project  was  to  develop  computer  vision  methods  for  three- 
dimensional  (3D)  segmentation  and  characterization  of  solid  breast  masses  on  3D  US  images. 

Methods:  The  3D  imaging  system  consisted  of  a  scanner  (GE  Logiq  MR  700  w/  M12  array 
transducer)  coupled  with  a  translational  guidance  mechanism.  Two  segmentation  algorithms 
were  developed.  The  first  algorithm  used  an  active  contour  model  separately  on  each  2D  slice. 
The  second  algorithm,  based  on  a  3D  active  contour  model,  exploited  the  interrelationship 
between  consecutive  images  in  the  3D  volumetric  scan  for  improved  segmentation.  Image 
features  were  extracted  from  the  segmented  boundaries  and  mass  margins,  and  were  used  to 
provide  diagnostic  information  to  a  linear  discriminant  classifier  for  evaluating  the  mass. 

Results:  3D  volumes  of  biopsy-proven  solid  breast  masses  were  collected  from  101  patients  (45 
benign  and  56  malignant).  When  2D  active  contour  boundaries  were  used,  29%  of  the  benign 
masses  were  classified  correctly  by  the  computer  without  missing  any  malignancies.  The  area 
under  the  classifier's  receiver  operating  characteristics  curve  with  the  2D  algorithm  was  0.88. 
The  corresponding  measures  of  accuracy  for  the  3D  algorithm  were  42%  and  0.92,  respectively. 

Conclusion:  CAD  can  be  a  useful  tool  in  characterization  of  breast  masses  on  US  volumes.  The 
high  accuracy  of  the  classifier  designed  with  the  3D  features  demonstrates  the  potential  of  CAD 
to  help  reduce  unnecessary  biopsies  and  improve  patient  care. 
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!:  Data  acquisition  apparatus  and  the  scanning  paramatars. 


